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Terahertz bronne en ontvangers het baie ontwikkeling ondergaan in onlangse 
jare, wat gelei het tot 'n vergemakliking van laboratorium gebaseerde metings 
in hierdie spektrale gebied. In onlangse jare is dit ook gevind dat proteïne 
optiese eienskappe in die THz spektrale gebied het wat dit moontlik maak 
om hulle te identiseer. Hierdie materiale moet in water geplaas word om 
hul natuurlike aard te toon. THz straling word egter sterk geabsorbeer deur 
water, en dus is dit moeilik om hierdie monsters met transmissie sisteme te 
bestudeer.
Ons stel voor die gebruik van 'n ellipsometriese weerkaatsing-gebaseerde 
sisteem om die beperking te oorkom. Ellipsometrie benodig nie 'n verwy-
sings monster nie, wat 'n groot potensiële bron van belynings probleme kan 
wees in tradisionele weerkaatsingssisteme. 'n THz tyd-domein spektroskopiese 
ellipsometer is ontwikkel en gebou. Dit het ingesluit die ontwikkeling en ver-
vaardiging twee polariseerders wat in die spektrale gebied funksioneer.
Twee ellipsometriese dataverwerkingsmetodes is ontwikkel om die data te 
verwerk wat deur die sisteem gemeet is. 'n Simulasie tegniek vir ellipsometriese 
data was ook ontwikkel om hierdie dataverwerkingsmetodes te toets voor hulle 
toegepas is op die gemete data. Twee bestaande dataverwerkingsmetodes was 
ook gebruik vir toets doeleindes.
Metings is gedoen op glasmonsters, silikonmonsters en etanol-water op-
lossings. Die vloeistofmonsters is geplaas in 'n kuvette met silikon vensters, 
wat deur ons ontwikkel en geproduseer is. Daar is gevind dat die sisteem en 




die reële brekingsindeks van die silikonmonsters verkry met hoë akkuraatheid,
maar aangesien die monsters hoogs deurlatend is het dit die beperkings van
die metodes getoon met verwysing tot hoe akkuraat die uitdowingskoësiënt
bepaal kan word uit die gemete data. Daar is ook gevind dat die sisteem data
kan produseer waarmee vloeistofmonsters van mekaar onderskei kan word.
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In recent years, developments in terahertz (THz sources and detectors 
have come a long way, making lab based measurements in this spectral region 
far easier.
It has been found that proteins are identiable in the THz region and have 
unique optical properties. These materials need to be suspended in an aqueous 
solution to maintain their natural behaviour. This is a limiting factor for 
transmission based THz spectroscopy, as THz radiation is strongly absorbed 
by water.
We propose the use of a reection based ellipsometry system to overcome 
this limitation. Ellipsometry removes the need for a reference sample, which 
would potential be a large source of alignment based error in a traditional 
reection spectroscopy setup.
A terahertz time-domain spectroscopic ellipsometer was designed and con-
structed. This included the design and manufacture of two polarization optics.
An ellipsometry data simulation technique and two ellipsometry data ex-
traction techniques were developed to analyze data measured by this system. 
Two other preexisting data extraction techniques were also tested.
Measurements were performed on glass samples, silicon samples, water and 
ethanol-water solutions. The liquid samples were housed in a silicon windowed 
cuvette we designed and manufactured.
It was found that the setup and techniques worked well with regard to 
the glass samples. The techniques could extract the real refractive index of 
the silicon samples with great accuracy, but as these samples were nearly 




currently extract the extinction coecient from measured data. It is found
that the system can produce data with which dierent liquid samples can be
distinguished from one another.
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Terahertz(THz) radiation lies between far infrared and microwave radiation
on the electromagnetic spectrum, and is generally seen as being from 0.3 −
10THz. This area can also be seen as the border between optical and electronic
wavelengths.
Studies in the THz region are of great importance, as picosecond-timescale
processes are very prominent in material sciences [13]. Traditionally it was
dicult to generate and measure THz radiation, as the sources were weak,
the wavelengths are long, and ambient black body contamination obscured
measured data [3]. In recent years, developments in THz sources and detectors
have come a long way, making lab based measurements in this spectral region
far easier [3]. THz radiation is now used in many dierent elds, such as the
characterization of novel solids, optimization studies for coatings, detection of
explosives and bio-hazardous materials and non-invasive imaging, to name but
a few [3].
In previous studies conducted, it was found that conformational changes
in polymers were observable in the THz spectrum [4]. It has been found
that biological polymers, proteins, are identiable in the THz region and have
unique optical properties [57]. These materials need to be suspended in an
aqueous solution to maintain their natural behaviour [57]. This is a limiting
factor for transmission based THz spectroscopy, as THz radiation is strongly
absorbed by water [8]. In previously performed measurements, high power
narrow band THz sources were used as a means to overcome this limitation [5
7]. Alternatively, this limitation can be overcome by working with a reection
based system instead of a transmission system. A reference sample is needed in
conventional reection spectroscopy, as this will be required for eliminating the
incident electric eld from the data during calculations. This in turn introduces
strenuous alignment limitations as the path length error between the sample
and reference can not be larger than 10µm [9]. In our setup, ellipsometry
is used to eliminate the need for a reference sample. Ellipsometry compares
1
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CHAPTER 1. INTRODUCTION 2
the p- and s-polarized light reected from a sample to determine the sample's
optical properties.
Ellipsometry has generally been done in the UV, visible and near infrared
spectral regions and has been implemented for use in many elds, such as anal-
ysis of thin lms, semi-conductive substrates, lithographic products, polymer
lms, proteins, DNA, TFT lms, OLEDs and optical coatings [3].
THz ellipsometers are still a very new development in the spectroscopy
world, with several other groups having presented their setups in recent years
[13]. The layout and optics of our setup are unique and during the course
of this dissertation, several novel data extraction techniques will be presented,
each for specic sample types.
In this research a terahertz time-domain ellipsometer has been constructed
and several test measurements have been performed and analyzed. This pro-
cess required the design and manufacturing of components needed for the opti-
cal setup, as well as the development of data extraction methods necessary for
extracting information from measured data and simulation software for testing




During the course of this p spectroscopic techniques will be used to extract
information about the optical properties of materials. Spectroscopy uses light
to examine materials.
Light that has interacted with a material contains information about the
material. The extraction of this data necessitates an understanding of how
light and matter interact. Light that interacts with a dielectric material expe-
riences absorption and changes in the phase of the wave (refraction).
2.1 Polarization
Transverse waves, such as light, oscillate perpendicular to the direction of
propagation. The orientation of this oscillation is known as the polarization.
Relative to the plane of incidence, the polarization can be broken up into two
components, s- and p-polarization, where s- refers to the component of the
electric eld oscillating perpendicular to the plane of incidence and p- refers to
the component of the electric eld oscillating parallel to the plane of incidence.
2.2 Complex refractive index
The complex refractive index determines how light propagates through a medium.
The complex refractive index consists of two components, the real refractive
index, n, and the extinction coecient, κ.
ñ = n− iκ (2.2.1)
Light traveling through a dielectric medium propagates slower compared to
vacuum. The propagation speed is inversely proportional to the real refractive
index of the medium. The electric eld also undergoes attenuation as it prop-
agates through the medium. This attenuation is determined by the extinction
coecient of the material.
3
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while, for a dielectric medium:







In equation 2.2.7, Et(t) is the electric eld after having traveled through
a dielectric medium of thickness d; Ei(t) is the electric eld which has prop-
agated a distance, d, through free space; n is the real refractive index of the
dielectric medium, and κ is the extinction coecient of the medium. The ex-






The attenuation and phase delay introduced by traveling through a dielec-






Light incident on the interface between two materials with dierent refractive
indexes will undergo reection and transmission at the interface. The ratio of
the electric eld that is reected and transmitted is described by the Fresnel
equations. The ratio can be reduced to reection and transmission coecients.
These coecients are polarization dependent, with dierent coecients for the
p- and s-polarization [10].
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CHAPTER 2. BACKGROUND THEORY 5
Figure 2.1: Diagram depicting the interaction of light at the interface between
two media with dierent refractive indexes. A fraction of incident light is
reected and a fraction is transmitted into the second medium.
rp =
n1 cos θt − n2 cos θi
n1 cos θt + n2 cos θi
(2.3.1)
rs =
n1 cos θi − n2 cos θt








n1 cos θi + n2 cos θt
(2.3.4)
In equations 2.3.1 and 2.3.3 rp and tp are the reection and transmission
coecients for the p-polarized component of the the incident electric eld and
rs and ts are the reection and transmission coecients for the s-polarized
component of the the incident electric eld. The real refractive index of the
rst medium is represented by n1 and the real refractive index of the second
medium is represented by n2, while θi represents the angle at which the wave
is incident on the interface between the two media and θt represents the angle
at which the wave refracts through the interface between the two media.
From the Fresnel equations (equations 2.3.1 - 2.3.4) it is found that at a
specic angle of incidence, for a given material the reection coecient for
p-polarized light becomes 0 while the reection coecient for s-polarized light
is non-zero. Thus there will be a loss to s-polarized light transmitted through
this material, but not p-polarized light. This angle is known as Brewster's
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where θB is Brewster's angle [11].
Figure 2.2: The real part of the s- and p-reection coecients for high resis-
tivity silicon as a function of the angle of incidence.
It should be noted that, in gure 2.2, where the reection coecients are
negative, it indicates that the reected electric eld will undergo a π-phase
shift, which can be seen in the time domain as an inversion of the electric eld
about the time-axis.
The Fresnel equations still hold true when the complex refractive index is
considered, as apposed to the real refractive index [10]:
r̃p =
ñ1 cos θ̃t − ñ2 cos θ̃i
ñ1 cos θ̃t + ñ2 cos θ̃i
(2.3.6)
r̃s =
ñ1 cos θ̃i − ñ2 cos θ̃t








ñ1 cos θ̃i + ñ2 cos θ̃t
(2.3.9)
In equations 2.3.6 and 2.3.8 r̃p and t̃p are the reection and transmission
coecients for the p-polarized component of the the incident electric eld and
r̃s and t̃s are the reection and transmission coecients for the s-polarized
component of the the incident electric eld. The complex refractive index of
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the rst medium is represented by ñ1 and the complex refractive index of the
second medium is represented by ñ2, while θ̃i represents the angle at which
the wave is incident on the interface between the two media and θ̃t represents
the angle at which the wave refracts through the interface between the two
media, but no longer directly represents the angle of propagation through the
medium [12].
2.4 Snell's Laws
Snell's laws describe how the direction of propagation changes for light at the
interface between two dielectric media. These laws relate the angle of incidence
(θI), the angle of reection (θR) and the angle of transmission (θT ).
Snell's 1'st law states that the incident, reected and transmitted wave
vectors all lie in the same plane. This plane is known as the plane of incidence.
Snell's 2'nd law describes that the angle at which light reects o the surface
of a dielectric medium is equal to the angle of incidence, as measured relative
to the surface normal.
Snell's 2'nd law:
θR = θI (2.4.1)
Snell's 3'rd law describes how light transmitted through the interface be-
tween two dielectric media with dierent refractive indexes undergoes a change
in propagation direction. The transmitted angle is dependent on the ratio be-
tween the refractive indexes of the two materials and the angle at which light
is incident on the interface.
Snell's 3'rd law:









In equation 2.4.3 the real refractive index is used. Equation 2.4.3 does hold
true if the complex refractive index is used instead [12].









In equation 2.4.5 the complex angle of refraction, θ̃T , does not equate to the
angle of propagation. In this case the angle of propagation can be calculated
by the following equation [12]:
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Ellipsometry is a spectroscopic technique which is used to analyze materials
by the polarization based changes they introduce to light reected from them.
As shown in section 2.3, the reection and transmission coecients for an
electric eld incident on a material is dierent, depending on whether the light
is s- or p-polarized.
Thus, by comparing the s- and p-polarized light reected from a material,
it is possible to extract information about the material's optical properties.
As a basic example of this, when a dielectric sample, which does not de-
polarize incident light and does not allow for observable internal reection, is
considered, the complex dielectric constant, ε̃, and thus the complex refractive
index, ñ, of the material, can be extracted by comparing the s- and p-polarized





















In equation 2.5.1, it is assumed that E0p = E0s = E0. By doing so, E0 is
eliminated from the equation and thus the need to have prior knowledge of the
incident electric eld is removed. Thus, the complex dielectric constant of the
sample can be extracted without the need need for a separate measurement to
determine the incident electric eld, E0.
A more in-depth look at our implementation of ellipsometry to extract




Ellipsometry is a powerful spectroscopic technique that is especially useful for
optically analyzing thin lm samples and optically dense (strongly absorbing)
materials [3]. Within the THz spectral region this technique will be especially
useful for examining biological samples in an aqueous environment, which can
not be done easily using THz transmission measurements, due to strong ab-
sorption of water in this spectral region [8]. No commercial THz ellipsometers
exist, thus performing THz ellipsometry measurements necessitates the design,
construction and testing of a custom THz ellipsometry setup. This included
the design and manufacture of several components, which will be expanded
upon in the following sections.
3.1 Terahertz generation and detection
A large portion of black body radiation at room temperature is within the THz
region (at 300K, for 0.8THz the black body energy density is 117.7Wm−3)
[14], thus there is a large background within this spectral region. A coher-
ent source is required to allow for measurements in this high background
environment. Several coherent THz sources, both narrow and broadband,
are currently available, such as: non-linear crystals, photo-conductive anten-
nae, quantum cascade lasers, and directly pumped gas lasers [1518]. There
are also several detector options for the THz region. The most common of
which are opto-electric crystals, photo-conductive antennae, Schottky diodes
and bolometers [1517].
Our setup uses photo-conductive antennae for both detection and genera-
tion. Photo-conductive antennae are broadband coherent THz sources, which
are also capable of measuring THz electric elds in the time domain [17]. In
our setup we use photo-conductive antennae, and will hence expand upon them
in the coming subsections.
9
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3.1.1 Photo-conductive antennae as THz emitter
A photo-conductive antenna is a dipole antenna that is printed on a photo-
conductive substrate. Photo-conductive substrates are semi-conductor mate-
rials, which normally have a very high electrical resistance. When light with
a photon energy above the band gap is absorbed by the semiconductor, the
resistance decreases by several orders of magnitude, eectively changing the
material from an insulator to a conductor [17].
If the semiconductor material contains many defects, as is the case with
low temperature grown gallium arsenide (LT-GaAs), the lifetime of the excited
state is extremely short (<ps) [17]. If the incident light pulse is a femtosecond
laser pulse, the semiconductor switches from an insulator to a conductor and
back again in an extremely short (<ps) time [17].
If the dipole antenna printed on the photo-conductive substrate is supplied
with a DC bias voltage, a short current pulse will oscillate in the antenna
under femtosecond laser illumination.
The current in the circuit is dependent on the applied voltage, the excita-
tion lifetime of the generated charge carriers, the momentum relaxation time
of the generated charge carriers and the amount of charge carriers generated
in the substrate. The single cycle current oscillation produces a single cycle
oscillation THz pulse that is emitted from the antenna. This THz pulse is
dependent on the oscillating current and the size of the dipole and is described
















′)2/τ2p−t′/τc [1− e−t′/τs ]dt′. (3.1.2)
where J(t) is the current in the dipole, le is the eective length of the
dipole, i.e. the length of the laser gap between the two halves of the dipole
antenna, r is the distance from the emitter to the point of observation and θ is
the polar observation angle for the emission from the dipole. For the system we
will be focusing on during this dissertation, θ is taken to be 90◦, as the optical
path is perpendicular to the emitter. The carrier lifetime of the substrate is
represented by τc, τs is the momentum relaxation time of the substrate, m is
the eective mass of the charge carriers, e is the charge of an electron and EDC
is the applied bias eld. A Gaussian pump pulse with a temporal half-width
of 2
√
ln 2τp and peak intensity of I
0
opt is used [17].
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Figure 3.1: (a) is a diagram of a photo-conductive antenna [17]. (b) is a
magnied image of a photo-conductive antenna used in our setup, where the
circle indicates the antenna on the image.
3.1.2 Photo-conductive antennae as THz receiver
A photo-conductive antennae is also used for the detection of THz radiation
in our setup. THz detection via a photo-conductive antenna works in a similar
fashion to THz emission via a photo-conductive antenna (as discussed in sec-
tion 3.1.1) with the dierence that the antenna is not biased by a DC voltage.
When a femtosecond laser pulse is incident on the dipole, charge carriers in
the substrate are excited to the conduction band. A THz electric eld incident
on the antenna accelerates these generated charge carriers, thus producing a
current that can be measured. The induced current is proportional to the
incident electric eld [17], as such by measuring the current, the electric eld
will be determined.




E(t′)N(t′ − t)dt′ (3.1.3)
where E(t′) is the incident THz electric eld, N(t′) is the number of ex-
cited charge carriers in the photo-conductive substrate created by the incident
femtosecond laser pulse, e is the elementary electric charge and µ the electron
mobility.
The generated current only represents a small portion of the incident THz
electric eld. The generated current is a function of the temporal overlap be-
tween the femtosecond laser pulse (fs-pulse) and THz electric eld incident on
the receiving antenna, as can be seen from equation 3.1.3. The arrival time of
the THz electric eld at the receiving antenna can be changed by implementing
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an optical delay line in the path of the fs-pulse to the transmitting antenna.
Altering the arrival time of the THz electric eld while keeping the beam path
of the fs-pulse to the receiving antenna constant, will cause the temporal over-
lap of the two pulses to be changed; thus a dierent temporal slice of the THz
electric eld will be represented by the generated current. Iterative changes to
the optical delay allows for the entire THz electric eld to be mapped in time.
The current induced in the antenna circuit is amplied via frequency based
lock-in amplication, which is aided by using the TTL output of the lock-in
amplier for the DC-bias of the the transmitting antenna. This amplied
current is measured by use of a data acquisition (DAQ) device.
3.2 Brewster stacks
Ellipsometric measurements require the electric eld incident on the sample to
have a pure polarization state, as it allows for the interpretation of polarization
dependent changes induced by the sample to the electric eld.
The photo-conductive antennae in our setup are structured such that they
emit predominantly horizontally polarized light and, similarly, the detector
antenna is more sensitive for horizontally polarized light. Hence it would be
preferable to work with a pure horizontally polarized electric eld.
Two Brewster stacks are implemented in our setup; one before and one after
the sample. These polarisers clean up the polarization of the light incident on
the sample and reected from the sample.
Several commercial THz broadband polarisers exist, but these oer non-
at degrees of polarization and/ or transmittance in the spectral range this
system will be operating in [19].
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Figure 3.2: A photo of a high resistivity silicon based Brewster stack we man-
ufactured for use in our setup.
As discussed in section 2.3, light incident on a medium at Brewster's an-
gle undergoes reection based losses to its s-polarized component, but not
its p-polarized component. Implementing multiple layers of a substrate at
Brewster's angle will hence eectively remove s-polarized light and only leave
p-polarized light from an incident source. This type of structure is known as
a Brewster stack.
Figure 3.3: A diagram of a high resistivity silicon based Brewster stack we
designed for use in our setup. An electric eld E0 is incident on the Brewster
stack, depicted as a black arrow. The red lines represent the s-polarized light
reected at each interface, rsEincident. The blue arrow exiting the system rep-
resents the direction of the wave vector of the p-polarised electric eld, Ep,
leaving the Brewster stack.
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It should be noted that the Brewster stack, as depicted in gure 3.3, is
constructed anti-symmetrically. As light propagates through the medium, it
is displaced from its initial path due to the change in propagation direction as
described by equation 2.4.3. An anti-symmetric unit of the medium is used
for every initial unit to correct this walk-o, hence the electric eld exiting the
Brewster stack will propagate along the initial path.
The material implemented in our Brewster stack is high resistivity silicon,
due to its high refractive index and low absorption coecient in the THz re-
gion. High resistivity silicon has a refractive index of 3.4177 and an absorption
coecient of 0.03 cm−1 in the THz region [2022]. The high refractive index
of the material leads to the s-transmission coecient (equation 2.3.9) being
relatively low at Brewster's angle (tp01 ∗ tp10 = 1.0 and ts01 ∗ ts10 = 0.29), hence
fewer silicon layers are required in order to achieve a highly pure polarization
state. In our Brewster stack four layers are used, thereby removing 99.29% of
the initial s-polarized electric eld. The low absorption coecient leads to low
losses to the pulse as a whole. A photo of a Brewster stack we developed and
manufactured can be seen in gure 3.2.
Figure 3.4: THz spectral amplitude measured with a silver mirror as the sam-
ple with with and without the Brewster stacks present in the setup. These
measurements were performed in normal atmospheric conditions, with 51 %
humidity present at 292K.
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The photo-conductive antenna used as THz sources in our setup are highly
polarized, as can be seen by how little eect the introduction of Brewster stacks
have on our measured THz spectral amplitude, as displayed in gure 3.4.
For the spectral region we will be working in the refractive index of undoped
silicon is eectively frequency independent [2022], and hence Brewster's angle
is also frequency independent, thus making this an ideal polarizing material
for our spectral range.
In our system we will use two of these polarisers. In order to determine
the eectiveness of these polarisers, two measurements were performed. One
with both polarisers orientated to transmit maximally for the horizontal plane
(Co-linear) and one with the rst polariser orientated to transmit maximally
in the horizontal plane and the second polariser rotated to transmit maximally
in the vertical plane (Orthogonal). The Fourier transformed spectra for these
two measurements are seen in gure 3.5.
Figure 3.5: THz spectral amplitude measured with a silver mirror as the sample
with the Brewster stacks and a co-linear and orthogonal conguration.
By multiplying the THz electric eld with its complex conjugate, the in-
tensity of the electric eld is calculated, which can be seen in gure 3.6.
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Figure 3.6: Intensity of THz spectral amplitude measured with a silver mir-
ror as the sample with the Brewster stacks and a co-linear and orthogonal
conguration.
From the intensities in gure 3.6, the extinction ratio, which is the ratio
between p- and s-polarized light transmitted through the optical element, and
the degree of polarization, which is a measure of how pure the polarization









where P is the degree of polarization, ρp is the extinction ratio, I1 is the
co-linear intensity and I2 is the orthogonal intensity [23].
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Figure 3.7: Degree of polarization measured for the silicon Brewster stacks we
manufactured and used in our setup.
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Figure 3.8: Extinction ratio measured for the silicon Brewster stacks we man-
ufactured and used in the setup.
From gure 3.7 and gure 3.8 it can be seen that these polarisers have
phenomenal performance, especially when compared to commercially available
polarisers [19], as seen in gure 3.9.
Figure 3.9: (a) The degree of polarization measured for our Brewster stacks.
(b) The degree of polarization of a commercial polypropylene wire-grid po-
lariser [19].
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3.3 Rotational mount
Ellipsometry requires for both the s- and p-polarized electric elds reected
from a sample to be measured. Commercial THz achromatic half-wave plates,
which would normally be used to rotate the polarization of broadband radia-
tion, are currently quite inecient (< 30% transmission) and are not suitable
for our entire spectral range [24]. A rotational mount was designed to rotate
the sample, which changes the plane of incidence of the sample and hence
changes the polarization of the electric eld incident on the sample. A CAD
drawing of the rotational mount with the optical setup equipped is presented
in gure 3.10.
Figure 3.10: A CAD drawing of a rotational sample mount to allow for s- and
p-polarization THz measurements.
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Figure 3.11: A diagram of a THz optical path designed for reection based
measurements. The transfer function for the electric eld, E0, propagated
through the given optical path is represented by T . T comprises of the eects
of reecting o the mirrors, propagating through the lenses and interacting
with the sample.
Figure 3.11 represents the optical path inside the rotational mount. When
the optical path (plane of incidence) is horizontal, the horizontally polarized
incident electric eld, E0, is parallel to the plane of incidence with respect to
the sample (p-polarized). Rotating the optical setup by 90◦ changes the plane
of incidence to the vertical plane, thus, from the frame of reference of the
optical path, the electric eld is s-polarized. In the frame of reference of the
rest of the optical setup, outside of the rotated components, the polarization
of the electric eld did not change, thus the polarizing components will not
need to be adjusted. This is important since rotating the Brewster stacks
could easily introduce alignment errors, and the response of the detector can
be polarization dependent.
When compared to the approaches of other groups [1; 25] the use of the
rotational mount simplies data analysis, by eectively eliminating the polar-
ization dependence of the detector. The rotational mount also results in a
higher signal to noise ratio, when compared to 45◦ rotated antennae [1; 25],
as the full amplitude of the electric eld will be used for both the s- and p-
polarized electric eld measurements. A potential downside to this design is
that during rotation, the system might miss-align, as the bearing could shift
along its axis. This design also limits changes to the layout of the terahertz
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optical path, as a new mounting plate will be needed if the angle of incidence
requires noticeable change.
3.4 Layout
THz time-domain ellipsometric measurements require a suitable optical setup
for measurements to be performed. This optical setup can be viewed as two
distinct components, the optical setup for the THz electric eld and the opti-
cal setup for the femtosecond laser pulse used to excite the photo-conductive
substrate of the antennae. The full layout is depicted in gure 3.12.
Figure 3.12: A diagram of an optical setup designed for time-domain THz
ellipsometry measurements.
The femtosecond laser path includes a beam-splitter to divide the femtosec-
ond laser pulse onto two paths, one to the emitting antenna and one to the
receiving antenna. The path to the emitting antenna includes an optical delay
line. This delay line is used to change at which time the THz electric eld
is generated relative to when the receiving antenna is excited. The temporal
overlap between the femtosecond laser pulse and the THz pulse at the receiv-
ing antenna is changed to allow for the THz electric eld to be measured in
time, as discussed in section 3.1.2.
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Figure 3.13: A diagram of the THz specic component of the optical setup
depicted in gure 3.12.
The THz path, as seen in gure 3.13, is designed for ellipsometry measure-
ments. The closer the angle of incidence is to the Brewster angle of a sample,
the smaller the ratio is between the reection coecients for p- and s-polarized
electric elds (equation 2.3.7 and 2.3.6). The accuracy to which the optical
parameters for a given material can be extracted correlates to the magnitude
of the ratio between the p- and s- reections [3], with smaller absolute ratio
values expected to yield more accurate results. Our system is designed with an
angle of incidence of 60◦, since this results in a suciently small ratio between
rp and rs for a large variety of samples, as can be seen from gures 3.14 and
3.15. For an angle of incidence of 60◦ and refractive indexes between 1.2 and
4.5, an absolute reection coecient ratio ( rp
rs
) < 0.5 is expected, as can be
seen in gure 3.15. This range is of interest as it includes semi-conductive
substrates (refractive index: 3− 4 [20]), biological materials (refractive index:
1.5− 3.0 [7; 26; 27]), polymers (refractive index: 1.2− 1.7 [2830]) and water
(refractive index: 2.13 [31]). Two mirrors, mounted on the rotational mount as
discussed in section 3.3, are used to achieve this angle of incidence. Brewster
stacks are implemented as both the polarisor and the analyzer. The polarisor
is used to select the polarization state for the electric eld incident on the
sample. A pure polarization state for the THz electric eld incident on the
receiving antenna is achieved via the analyzer.
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Figure 3.14: The real reection coecients for s- and p-polarized light reected
at 60◦ plotted over refractive index.
Figure 3.15: The ratio between the real reection coecients for p- and s-
polarized light reected at 60◦ plotted over refractive index.
As indicated on gure 3.13, the THz optical path contains four lenses. A
lens, F1, with a focal length of 45mm is used to collimate the radiation from
the transmitting antenna. A lens, F2, with focal length of 45mm, is used to
focus the radiation on the receiving antenna. Two lenses, F3 and F4, with focal
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lengths of 200mm, are found on each side of the rotational mount. The lens,
F3, is used to focus light on the sample and the second, F4, is used to collimate
the light reected from the sample before it leaves the rotational mount. Lenses
with focal length of 200mmwere used so as to not focus strongly on the sample,
there by reducing the negative eects that can be introduced by focusing on
the sample, such as exacerbating miss-alignments and the eects of the sample
not being in the focus of the lenses [3]. By lightly focusing on the sample, a
smaller beam spot is incident on the sample, thus expanding the options of
what samples can be examined by lowering the dimensional restrictions the
beam size imposes on the sample. This is especially relevant when windowed
cuvettes are used, as it is best to minimize or eliminate radiation reected
from the interface between the window and the surrounding cuvette material.
The beam size of our system, for the central frequency, as measured by
knife-edge (for more information see Appendix A), is 11.67 (±0.02)mm ( 1
e2
diameter) after F1. The central wavelength of our system is approximately
375µm.
The spot size at the focus of the 200mm focal length lenses and the depth
of focus, the distance over which the beam is considered to eectively be in













where W0 is the beam waist at the focus, F is the focal length of the lens,
D is the diameter of the beam incident on the lens and DOF is the depth of
focus. For a collimated beam with a diameter of 11.67 (±0.02)mm, it is found
that the spot size at the focus is 8.18 (±0.02)mm and the depth of focus is
280 (±0.5)mm.
It is important that we have a long depth of focus, as this will allow for
internal reections from samples to be accurately measured. The depth of
focus should not be the limiting factor for the thickness of samples we can
examine in our system, as 280mm should be far longer than the path length
of light traveling through a sample that can be mounted in our system.
3.5 Nitrogen (N2) Chamber
Water vapour has a high abundance in air at ambient conditions. Water vapour
has many strong THz resonances, as can be seen in gure 3.16. These reso-
nances can hinder the extraction of accurate optical constants from measured
data as they can obscure the properties of the material where they are present
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in the spectrum. These resonances will always be present in ambient condi-
tions. Due to the sensitivity of the system and uctuations in the amount of
water vapour present in the beam path, it is not simple or reliable to remove
the water vapour from the data via post processing, thus it is preferable to
remove the water vapour from the beam path, which is why it is preferable to
perform measurements in a dry environment, as opposed to air. Dry N2 gas is
used to achieve this.
Figure 3.16: The real refractive index and absorption coecient of water
vapour for the THz spectrum, measured at atmospheric pressure and room
temperature in our lab.
A chamber was constructed with a parallel gas ow system to eectively
create a N2 environment along the THz optical path and purge the system of
moisture. A diagrammatic representation of this can be seen in gure 3.17.
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Figure 3.17: A diagram of the THz ellipsometric setup with the nitrogen gas
chamber installed.
Figure 3.18: The THz spectrum measured for our system, using a silver mirror
and s-polarized light in air and nitrogen.
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From gure 3.18 it is evident that the implementation of the gas chamber
and N2 gas has greatly reduced the prominence of the water vapour spectra in
our THz spectrum. The spectrum labeled as 'Air' had a humidity measured
to be ≈ 51 % and spectrum labeled as 'Nitrogen' was measured to have a
humidity of ≤ 0.1 %. Due to the size of the system, it was found to be
dicult to completely remove the water vapour present in the system, but the
gas chamber greatly decreased the eect of water vapour on measurements.
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Simulation of THz ellipsomtry
measurements
Simulated data is produced to test the validity of the data extraction tech-
niques discussed in chapter 5. The strategy is to generate an initial electric eld
in the time-domain and transform it to frequency domain via a fast Fourier
transform (FFT). A transfer function representing the system of interest is
then applied to this frequency domain electric eld. The resultant electric
eld is transformed back to the time-domain via an inverse FFT (IFFT). This
time-domain data therefore simulates the measured data. This data can then
be fed into the data extraction algorithm to test its validity.
4.1 Incident Electric Field
As discussed in section 3.1.1, we make use of a photo-conductive antenna in our
setup to generate THz radiation. The electric eld generated by this antenna
is described by equation 3.1.1 and 3.1.2.
The laser we use in our setup to trigger the antenna has a pulse duration, τp,
of 90 fs. Low temperature grown GaAs (LT-GaAS), the substrate on which our
antennae are printed, has an excitation lifetime, τc, of 300 fs and momentum
relaxation time, τs, of 25 fs [17]. The size of the dipole, le, is 20µm and the
distance to the rst collimation optic, r, is 45mm. These values were used
with equations 3.1.1 and 3.1.2 to generate the electric eld depicted in gure
4.1. This eld is used as our incident eld during these simulations.
28
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Figure 4.1: Time-domain electric eld generated via equation 3.1.1 for a 20µm
antenna on LT-GaAs.
4.2 General transfer function
As the simplest and most general example, a THz pulse incident on a sin-
gle layer isotropic dielectric medium is initially considered. According to the
Fresnel equations, as discussed in section 2.3, an electric eld incident on the
interface between two media with dierent refractive indexes is partially trans-
mitted and reected. There is an initial external reection from the sample,
followed by a train of internal reections transmitted out of the sample (Etalon
eect). Using Snell's laws, section 2.4, the angle of transmission into the sam-
ple can be determined, from this the distance light travels through the sample
for each transmitted internal reection can be calculated. This distance is
used to calculate the attenuation due to absorption and phase delay of the
electric eld as it travels through the sample. Considering an electric eld, E0
incident on a material with real refractive index n(f), extinction coecient
κ(f) and thickness d0, at an angle of incidence θ0, the expected reected s-
and p-polarized electric elds are represented by:
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2Es0(t) + ... (4.2.1)









2Ep0(t) + ... (4.2.3)















ñ1 = n1 − iκ1 (4.2.7)
where t̃s01, t̃p01, r̃s01, r̃p01 are the Fresnel transmission and reection co-
ecients for the interface between the initial medium and the sample. The
transmission and reection coecients for the interface between the sample
and the initial medium are represented by t̃s10, t̃p10, r̃s10 and r̃p10, where as
t̃s12, t̃p12, r̃s12 and r̃p12 represent the transmission and reection coecients for
the interface between the sample and the medium following the sample. These
coecients are calculated using the Fresnel equations (section 2.3). The at-
tenuation and phase delay coecient (section 2.2) is represented by A. The
distance that the electric eld travels trough the medium is represented by d.
The complex refractive index of the sample is represented by ñ1. The angle of
propagation, θ1prop, is calculated by use of equation 2.4.6.
The complex refractive index is frequency dependent, as is the attenuation
and phase delay function (equation 2.2.9), hence it is preferable to work in the
frequency domain. Equation 4.2.2 and 4.2.4 are transformed from the time
domain to the frequency domain with a Fourier transform.











From ray tracing it is found that in the case of internal reections, each internal
reection takes a shorter route through the setup than expected. In turn, this
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results in travel time distances between reected pulses being shorter than
expected and needs to be corrected for.
Figure 4.2: A ray tracing diagram for calculating the travel time dierence
between two successive reections traveling through the setup.
This path length distance can be calculated by using the angle of incidence,
θ, and the thickness of the sample, d. The angle at which light reects from the
second mirror, 30◦, and the horizontal separation distance between surfaces,
x1 and x2, are known.
The dierence between the two path lengths ∆l can be calculated from the
lengths r1, r2, r3, r4 and ∆x2.
∆r1 = r1 − r2 (4.3.1)
∆r3 = r3 − r4 (4.3.2)
∆l = ∆r1 + ∆r2 −∆x2 (4.3.3)
For an in-depth explanation on how to solve these value, please refer to
Appendix C. This calculation will be used to derive a correction to the travel
time of pulses traveling through the system.
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For our system, if a 500µm thick undoped silicon sample of with an angle of
incidence of 60◦ is considered, the calculated correction to the travel distance
is 227µm. This equates to the internal reections being detected 0.757 ps
earlier than expected. This value is introduced as a phase correction when
travel times through the sample are calculated. If this were to be ignored,
the resultant travel times would be erroneous enough to introduce large errors
when compared to measured data, especially as this error is cumulative for
each successive internal reection.
4.4 High resistivity silicon simulation example
The simulated data is compared to measured data to verify its validity. A
500µm thick sample with a frequency independent real refractive refractive
index of 3.4177 and a frequency independent absorption coecient of 0.03 cm−1
was simulated, as these values correspond to the measured optical properties
of high resistivity oat zone silicon [2022]. This simulated data was compared
to data measured by our setup for a 500µm thick high resistivity oat zone
single crystal silicon sample.
Figure 4.3: Normalized THz electric eld measured in the time-domain by
our setup for p-polarized light reected from a 500µm thick high resistivity
silicon sample.
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Figure 4.4: Normalized simulated THz electric eld in the time-domain of
p-polarized light reected from a 500µm thick high resistivity silicon sample.
Figure 4.5: Normalized THz electric eld measured in the time-domain by
our setup for s-polarized light reected from a 500µm thick high resistivity
silicon sample.
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Figure 4.6: Normalized simulated THz electric eld in the time-domain of
s-polarized light reected from a 500µm thick high resistivity silicon sample.
From gures 4.3 - 4.6 it is found that the simulated data visually correlates
well with experimental data. The time-delay between successive pulses cor-
respond with one another and the phase shifts in pulses match expectations,
which can be seen in pulses ipping when a π phase shift occurs. Lastly, the
attenuation in successive pulses correspond visually.
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Figure 4.7: Comparison between simulated and measured normalized THz
electric eld in the time-domain for s-polarized light reected from a 500µm
thick high resistivity silicon sample.
Figure 4.8: Comparison between simulated and measured THz electric eld in
the time-domain for p-polarized light reected from a 500µm thick high resis-
tivity silicon sample. These electric elds have been normalized with respect
to there corresponding s-polarized reections.
By comparing the simulated data with measured data, we found that our
angle of incidence is 60.3◦. At this angle, both the Fresnel coecients for s-
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and p-polarized light and the travel time between subsequent pulses match
very well, as can be seen in gure 4.7 and 4.8. Further analysis of this sample




Currently there is a distinct lack of data extraction techniques developed for
THz time-domain ellipsometry, as many of the traditional methods of ellip-
sometric data analysis techniques need revision for implementation with this
method of ellipsometry [1; 3; 33; 34]. Most of the classical techniques devel-
oped for ellipsometry focused on intensity based measurements and tricks for
extracting the phase for such measurements [13], whereas work in terahertz
ellipsometry focuses on bulk isotropic samples and are very sample specic so-
lutions thus far [1; 3; 33; 34]. These techniques do not lend themselves well to
isotropic samples which allow for measurable internal reections, nor do they
work when a sample consists of more than one layer.
We will discuss the data extraction technique applied to bulk isotropic
samples. We have developed a technique which extracts the complex refractive
index of isotropic samples with measurable internal reections. A technique
for extracting optical data from a two-layer isotropic system is also proposed
and discussed.
5.1 Bulk isotropic model
Bulk isotropic materials are, in this context, dened as optically isotropic
dielectric materials that do not cause depolarization dependent on the crystal
orientation and that have a thickness and optical density which do not allow for
measurable internal reections. Accordingly, for this model only rst surface
reections need to be considered. A diagram depicting this interaction can be
seen in gure 5.1.
37
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Figure 5.1: Diagram depicting light matter interaction with a bulk isotropic
sample. Only surface reections are measurable, as internal reections are too
weak to be measured.
Let us consider the electric eld reected from a bulk isotropic sample.
If the s- and p- polarised incident electric elds are the same, i.e. E0s =
E0p = E0, the observed reected electric eld measured in time for the s- and
p-polarization can be described as follows
Es(t) = r̃s(f)E0(t) (5.1.1)
Ep(t) = r̃p(f)E0(t) (5.1.2)
where r̃s(f) and r̃p(f) are the frequency dependent s- and p-reection co-
ecients (equation 2.3.6 and 2.3.7) and E0 is the electric eld, incident either
with s- or p-polarization. An example of E0(t), Es(t) and Ep for a 2mm thick
sample, with a frequency independent real refractive index of 2.5 and a fre-
quency independent absorption coecient of 120 cm−1, can be seen in gure
5.2.
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Figure 5.2: Simulated terahertz electric eld E0 in time, the s-polarised electric
eld reected from the sample for E0 with a pure s-polarization incident on the
sample and the p-polarised electric eld reected from the sample for E0 with
a pure p-polarization incident on the sample. The sample is bulk isotropic
in nature and has a real refractive index of 2.5 and absorption coecient of
120 cm−1. The extinction coecient is frequency dependent and calculated by
use of equation 2.2.8.
Even though the refractive index of our model sample is frequency inde-
pendent, the reection coecients, r̃s(f) and r̃p(f), are frequency dependent,
and hence it is convenient to work in the frequency domain. By performing a
fast Fourier transform (FFT) on the data it is converted from the time to the
frequency domain, hence the electric eld components are rewritten as
Es(f) = r̃s(f)E0(f) (5.1.3)
Ep(f) = r̃p(f)E0(f) (5.1.4)
Using standard ellipsometric data analysis, it is possible to extract the
complex refractive index from this data [13].
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The angle of incidence is given by θ in equation 5.1.6, ñ0 is the complex
refractive index of the material surrounding the sample, P (f) is the ratio
between the p- and s-polarized electric elds, ε̃(f) is the frequency dependent
complex dielectric constant of the sample and ñ(f) is the frequency dependent
complex refractive index of the material.
Figure 5.3: The complex refractive index extracted from the data presented
in gure 5.2 via the bulk isotropic data extraction technique. The real part
(reective index) and imaginary part (extinction coecient) are plotted as
function of the THz frequency.
This technique is computationally light, as calculations scale linearly with
the size of the transformed data set. As can be seen from gure 5.3, this
technique is capable of accurately extracting the complex refractive index for
the trivial case of bulk isotropic samples where only rst surface reections
need to be considered.
5.2 Single layer isotropic model
Single layer isotropic samples are, in the context of this work, dened as op-
tically isotropic dielectric materials. These are samples with a thickness and
optical density that allow for measurable internal reections. This model ex-
pands on the model in section 5.1 by incorporating these internal reections.
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Figure 5.4: Diagram depicting light matter interaction with a single layer
isotropic sample. Both surface reections and internal reections are measur-
able.
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Figure 5.5: Simulate THz electric eld E0, simulated s-polarized reection from
a single layer sample when E0 is considered purely s-polarized and simulated
p-polarized reection from a single layer sample when E0 is considered purely
p-polarized. This simulation is in the time domain and the sample in question
is a 500µm single layer isotropic sample with a frequency independent real
refractive index of 3.136 and a frequency independent absorption coecient of
10 cm−1. The extinction coecient is frequency dependent and calculated by
use of equation 2.2.8.
5.2.1 Transfer Function
We dene the inuence of the material on the light pulse as it interacts as
a transfer function that can be applied to the light pulse to account for this
interaction.
In time-domain data measured for a single layer isotropic system, as de-
picted in gure 5.5, an initial surface reection followed by a series of pulses
as a result of internal reections is observed. Each of the reected pulses are
separated by xed temporal spacing, which is only determined by the thickness
of the sample, the angle of incidence and the refractive index of the sample.
In this model light reects o both the back and front face of the sample.
The interaction of an electric eld, E0, with such a system in the time domain
is described by the following function:
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ñ = n− iκ (5.2.4)
and r̃01 and t̃01 are the reection and transmission coecients for light
incident on the system from outside as determined from the Fresnel equations,
while r̃10 and t̃10 are the reection and transmission coecients for light exiting
the system. In this equation d0 is the sample thickness and n is the real
refractive index of the material at a given frequency. The frequency of the
electric eld is denoted by f and κ is the extinction coecient of the material
at the given frequency. The angle of propagation, θ1prop, is calculated by use
of equation 2.4.6.
Using a Fourier transform, this equation is rewritten in the frequency do-
main as follows





5.2.2 Complex refractive index extraction
The transfer function described in equation 5.2.5 will be used in this subsection
to obtain a method to extract the complex refractive index, ñ, of a sample of
interest.
The s- and p-polarized electric elds, Es(t) and Ep(t), reected from a
sample have been measured and transformed via FFT to Es(f) and Ep(f).
These electric elds can be described by extending equation 5.2.5. For these
equations it is assumed that E0s = E0p = E0.
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The reected electric elds are strongly dependent on the incident eld.
However, the need for the electric eld E0 to be known is eliminated by taking
the ratio between Ep(f) and Es(f), thus eliminating the need for a reference
measurement. This simplies routine measurements as any misalignment that










Equation 5.2.8 is tted to the measured data, using the real and imaginary
parts of the complex index of refraction, ñ, as the t parameters. The Nelder-
Mead algorithm is implemented to perform this t via error minimization. This
minimization algorithm was chosen due to the similarity between our method
and a method previously developed by Pupeza et al for THz time-domain
transmission spectroscopy [35].
The Nelder-Mead algorithm is a direct search algorithm which is used to
minimize real non-linear functions, by using only function values, without any
derivative information [36]. The Nelder-Mead algorithm is especially useful
for solving optimization problems for which the dierential is either unknown
or not computable. The Nelder-Mead algorithm is also noted for being robust
against signal noise [37].
The Nelder-Mead algorithm forms a geometric object of N + 1 equidistant
function points, which is generally referred to as a simplex [38], where N is
the number of variables which need to be optimized. In our case, the complex
refractive index of each frequency component will be minimized separately,
as opposed to minimizing the values for the entire data set at once, as this
will help reduce the errors in the minimized data [37]. In this case, only two
variables (the real and imaginary part of the complex index of refraction) will
be considered, thus the simplex will be a triangle. For every vertex which
makes up this simplex, a tness function is calculated. The vertex with the
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worst tness function value is updated in accordance to the set of rules, Order,
Reect, Expand and Contract, which can be found in [36]. The optimization
stops once the tness function or standard deviation of the tness function
at all vertices reaches a threshold set at the beginning of the optimization
(< 10−8). There is also a limit set to the number of iterations the optimization
will undergo before it will be terminated (1000). More details on the Nelder-
Mead optimization method can be found in [36; 37].
The Nelder-Mead algorithm minimizes the error between the theoretical
transfer function ratio, H(f), and the ratio between the measured electric
elds, Ep(f)
Es(f)
, by optimizing the the real refractive index, n, and extinction
coecient, κ. In this way the complex refractive index is extracted from the
measured data. In our data extraction software the Nelder-Mead algorithm
was implemented via the minimize function of the Python library, Scipy, with
the method set to nelder-mead [39].
Figure 5.6: The complex refractive index extracted from the data presented
in gure 5.5 via the complex refractive index extraction method. The sharp
spikes present are numerical artifacts caused by erroneous convergence in the
minimization algorithm. The initial values used in the simulation, and thus
the expected values are represented by "Input", where as the extracted values
are represented by "Ellipsometry".
5.2.3 Smoothing algorithm: LULU
The complex refractive index we extract by means of the method discussed
in section 5.2.2 has single data point spikes present, as can be seen in gure
5.6. We know that the optical constants simulated are smooth, thus these
spikes are erroneous. These spikes are numerical artifacts caused by erroneous
convergence during the minimization process. These errors are easy to identify,
as they are only a single data point in size each, and not to be confuse with
actual phenomena occurring in the data.
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Figure 5.7: Complex refractive index extracted from data simulated for a
500µm sample with a frequency independent refractive index of 3.136 and
frequency independent absorption coecient of 10.0 cm−1. The time data was
sampled from −11 to 154 ps (original), −6 to 159 ps (Shifted 5ps later)
and −16 to 149 ps (Shifted 5ps earlier) and then the data extraction technique
was applied.
If the sampling is slightly changed, some of these spikes will disappear
and new spikes will appear, as can be seen in gure 5.7. This shows that
these errors are not a simple constant problem and a broad based approach
for ltering them out will be required. We suggest the use of a smoothing
algorithm to do this.
A smoothing algorithm known as LULU is implemented to eliminate these
erroneous points. LULU is an acronym for lower upper lower upper, which
refers to how it operates. LULU is a min-max smoothing algorithm which
consists of two operators, L and U . LULU smooths data by taking the max-
imum value amongst local minima for L or by taking the minimum value
amongst local maxima for U for each data point in a data set. The number
of data points which will be considered to either side of a given data point is
known as the order of the LULU algorithm.
For a sequence S = {xi|i ∈ N} the n'th order operators are dened as [40]:
Lnxi = max{min{xi−n, ..., xi}, ...,min{xi, ..., xi+n}} (5.2.9)
Unxi = min{max{xi−n, ..., xi}, ...,max{xi, ..., xi+n}} (5.2.10)
By combining these operators as either LU or UL, very reliable smoothing
of data can be achieved [41]. A one-dimensional variant of a selection method
for selecting between LU and UL, as proposed by O. Kao [41] is implemented
to smooth our extracted complex refractive index:
1. Apply LU and UL on xi, resulting in w1 and w2.
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2. If w1 = w2, then xi = w1 = w2. Proceed to step 4.
3. Otherwise w1 6= w2 and if |w1 − xi < |w2 − xi|, then xi = w1. Otherwise
xi = w2.
4. Move to the next data point.
Figure 5.8: The complex refractive index in gure 5.6 after LULU of order 1
is applied to it.
In gure 5.6 the complex refractive index extracted by the algorithm for a
single isotropic layer, as explained in section 5.2.2, from the data presented in
gure 5.5 can be seen. Very clear numerical artifacts (spikes) are present in
this data. A LULU of order 1 is applied to the data, resulting in the removal
of these spikes, while leaving the data intact, as can be seen in gure 5.8.
LULU is applied to all single layer isotropic cases that follow.
5.2.4 Error tolerance
If errors are present in the thickness of the sample or the angle of incidence
used as input in the data extraction method, this can have a detrimental eect
on the extracted results. It is important to understand to what extent these
errors can be tolerated.
Several sets of simulated data were produced to test the eect of the ac-
curacy of the determined sample thickness on the extracted result. In the one
set the real refractive index was varied, while the absorption coecient was
kept constant and several dierent sized errors were introduced to the sample
thickness used during data extraction. In the other set the absorption coe-
cient was varied, while the real refractive index was kept constant and several
dierent sized errors were introduced to the sample thickness used during data
extraction. The error in the extracted complex refractive index was calculated
for each of these data sets (gures 5.9 and 5.10).
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Figure 5.9: Average error in the real and imaginary parts of the extracted
complex refractive index, when a thickness error is introduced (0 - 2000 nm),
if the absorption coecient is kept constant (5.0 cm−1) and the real refractive
index is varied (1.4 - 3.2). The thickness of the samples is 500µm. The average
value was calculated for the frequency domain 0.5− 2.0THz.
Figure 5.10: Average error in extracted complex refractive index, when a
thickness error is introduced (0 - 2000 nm), if the real refractive index is kept
constant (3.2) and the absorption coecient is varied (0.3 - 30.0 cm−1). The
thickness of the samples is 500µm. The average value was calculated for the
frequency domain 0.5− 2.0THz.
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Figure 5.11: Error in extracted complex refractive index, when a thickness
error is introduced (0 - 500 nm), for a highly transparent sample. The thickness
of the samples is 500µm, the real refractive index is 3.2 and the absorption
coecient is 0.03 cm−1.
We nd that the extraction of the real refractive index is quite robust with
regard to the accuracy in determining the sample thickness, exhibiting average
errors lower than 2.5 % for all cases, as evidenced in gures 5.9 and 5.10. The
error in the extracted extinction coecient is a stronger limiting factor, as can
be seen in gures 5.9 and 5.10. An accuracy greater than 99.96% is required
for the thickness of absorbing (absorption coecient > 1.0 cm−1) materials to
maintain an error average below 10 % in the extracted extinction coecient.
For transparent materials the thickness accuracy becomes more strenuous,
e.g. for a material with an absorption coecient of 0.03 cm−1 it was found
that a thickness accuracy of 99.996% was required to avoid the average error
in the extracted extinction coecient exceeding 10%. This value is obtained
by taking the average of each graph in gure 5.11.
The accuracy with which the incident angle is known and its eect on the
extracted complex refractive index was also tested. The same data sets used
to test the thickness error tolerance were used to test the the incident angle
error. Several dierent errors were introduced in the angle of incidence. The
error in the extracted complex refractive index was calculated for each of these
data sets (gures 5.12 and 5.13).
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Figure 5.12: Average error in extracted complex refractive index, when an
angle of incidence error is introduced (0◦ - 0.05◦), if the absorption coecient
is kept constant (5.0 cm−1) and the real refractive index is varied (1.4 - 3.2).
The thickness of the samples is 500µm. The average value was calculated for
the frequency domain 0.5− 2.0THz.
Figure 5.13: Average error in extracted complex refractive index, when an
angle of incidence error is introduced (0◦ - 0.05◦), if the real refractive index
is kept constant (3.2) and the absorption coecient is varied (0.3 - 30.0 cm−1).
The thickness of the samples is 500µm. The average value was calculated for
the frequency domain 0.5− 2.0THz.
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Figure 5.14: Error in extracted complex refractive index, when an angle of
incidence error is introduced (0◦ - 0.005◦), for a highly transparent sample.
The thickness of the samples is 500µm, the real refractive index is 3.2 and the
absorption coecient is 0.03 cm−1.
We nd that the extracted real refractive index is resilient to errors in
the angle of incidence. For an error of up to 0.05◦ in the angle of incidence
the average error in the extracted real refractive remains below 0.5 %. For
the extinction coecient extracted from absorbing (absorption coecient >
1.0 cm−1) materials to have an accuracy greater than 90 %, the error in the
incident angle needs to be smaller than 0.02◦, as can be seen from gures
5.12 and 5.13. When considering more transparent samples, this limitation
becomes more strenuous, as can be seen in gure 5.14. As an example, consider
a 500µm sample with a real refractive index of 3.2 and absorption coecient
of 0.03 cm−1. For this sample, the angle of incidence needs to be accurate to
0.002◦ for the extracted extinction coecient to have an accuracy greater than
90 %.
5.2.5 Thickness extraction
It was assumed that the thickness of the sample was perfectly known when
extracting the complex refractive index presented in gure 5.8. However, for
real world samples this thickness can only be measured up to a certain exper-
imental degree of accuracy (the accuracy of a screw micrometer for instance).
From simulations, discussed in section 5.2.4, we found that an accuracy greater
than 99.96% is required for the thickness of absorbing (absorption coecient
> 1.0 cm−1) materials, otherwise errors are present in the data. For trans-
parent materials the thickness accuracy becomes more strenuous, e.g. for a
material with an absorption coecient of 0.03 cm−1 it was found that a thick-
ness accuracy of 99.996% was required to avoid the average error in the data
exceeding 10%.
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If the thickness of the sample is not correct, this does not only result in
erroneous values being extracted by the algorithm in section 5.2.2, but also
results in oscillations being present on the extracted values, as can be seen in
gure 5.15.
Figure 5.15: The complex refractive index extracted from the data presented
in gure 5.5 via the complex refractive index extraction method presented in
section 5.2.2 if the thickness was over estimated by 10µm.
These oscillations are used as an error value and a minimization algorithm
is applied to calculate the correct thickness of the sample. The process works
as follows for a set of z data points:
1. Start with initial thickness guess.
2. Calculate the complex refractive index.




(|nm − nm−1|+ |κm − κm−1|) (5.2.11)
where nm and κm are the real refractive index and extinction coecient
extracted for data point m.
4. Minimize error by altering the thickness used to calculate the complex
refractive index.
The minimize scalar function of the Python library, Scipy, was used, with
the method set to bounded, to minimize error. It uses the Brent algorithm
to nd a local minimum within a given bounded region. Brent's algorithm
is a root-nding algorithm which combines the bisection method and secant
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method with quadratic interpolation, which makes it a robust and highly ef-
cient method [42]. The bounds of the minimization algorithm were set to
± 10µm from the initial guess, as this is the expected limit to which we can
measure the thickness of physical samples in our lab.
Figure 5.16: The complex refractive index extracted from the data presented
in gure 5.5 via the complex refractive index extraction method presented in
section 5.2.2 with an 10µm error in the initial thickness guess, after applying
the corrected thickness calculated via minimization of equation 5.2.11. The
error still present in the thickness is 1.1µm.
Figure 5.17: The complex refractive index extracted from the data presented
in gure 5.5 via the complex refractive index extraction method presented in
section 5.2.2 with an 1.1µm error in the initial thickness guess, after applying
the corrected thickness calculated via minimization of equation 5.2.11. No
error remains in the thickness applied.
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This process can be computationally strenuous and might require more
than one pass, as can be seen from gure 5.16 and gure 5.17, but does yield
the desired results, as evidenced by gure 5.17. We started with a 10µm (2%)
error in sample thickness. The rst application of the thickness extraction
method produced thickness value with an error of 1.1µm (0.22%). When the
thickness value produced by the rst application of the thickness extraction
method was used as the initial guess for the thickness extraction and the
technique was reapplied to the data, the original thickness of the material was
recovered (0% error).
5.2.6 Complete data extraction method
Combining the procedures from 5.2.5 and 5.2.2 it is possible to create a data
extraction method that extracts both the complex refractive index and sample
thickness, and accordingly does not require perfect knowledge of either.
However, having a good estimate of both the thickness and the complex
refractive index simplies and speeds up the data extraction.
The thickness of most samples can be measured with sucient accuracy
using a vernier caliper. For the complex refractive index it is more complicated,
since if an unknown sample or a mixture of samples is investigated, this can
not be estimated. A good initial guess can be obtained by only considering
the surface reection. This can be done by applying a windowing function to
the measured data to truncate the data to the surface reection. For the data
produced by our system, the Hann window delivers favorable results [43]. The











if |x| ≤ L
2
0 if |x| > L
2
where L is the desired duration of the window.
If a block window is used, as opposed to a smooth windowing function,
this can introduce articial discontinuities into the sampled data. When a
FFT is performed on this truncated data, these discontinuities can lead to
oscillations which will obscure the data. These oscillations are caused by the
Gibbs phenomenon [45]. These discontinuities can also lead to an error known
as spectral leakage, where it appears as if energy at one frequency leaks into
other frequencies [43].
The Hann window is an especially useful window when working with FFTs,
as it is smooth and its amplitude makes contact with 0 at its edges [43]. By
applying a smooth window, such as the Hann window, spectral leakage caused
by the windowing of the data is minimized [43] and the Gibbs phenomenon
should not eect the data [44].
As an example to showcase the windowing of the electric eld and its
implementation as an initial guess, let us consider a 500µm sample with a
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frequency independent refractive index of 3.2 and a absorption coecient of
30 cm−1. Three resonances are introduced to this data; one at 0.6THz, one at
1.3THz and the last at 1.65THz. The resultant electric eld can be seen in
gure 5.18.
According to the Lorentz model, if electrons bound to molecules are viewed
as damped, driven harmonic oscillators, at specic frequencies, they will have
resonances. These resonances correspond to transition states in the molecule.
The contribution of the resonance to the real refractive index and absorp-












(ω20 − ω2)2 − γ2ω2
(5.2.13)
where ω0 is the resonant frequency, ω is the frequency being considered, γ
is the damping force applied to the electron, z is the driving force applied to
the electron, N is the number of molecules considered, q is the charge of the
electron and ε0 is the electric permittivity of vacuum [11].
In the case where the damping is taken to be zero, equation 5.2.12 is dis-
continuous at the resonance frequency and when small damping values are
used the change in the refractive index can be very sharp, as such it does not
work well with FFTs [45]. For the purposes of the simulation, to simplify the
proses of generating resonance-like behaviour, the following method was used



























where ∆ω is the frequency spacing between data points considered for the
simulation, L is the number of data points considered, v is a factor used to set
the width of the function, and V1 and V2 are scaling factors. These functions
were chosen, as they have a very similar form to the functions calculated
from the Lorentz model, but are continuous at the resonance point. These
emulations are not completely accurate representations of resonances, but they
do help in gaining an understanding of how the data extraction method will
operate at resonant frequencies.
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Figure 5.18: Simulated s-polarized reection from a single layer sample when
E0 is considered purely s-polarized and simulated p-polarized reection from a
single layer sample when E0 is considered purely p-polarized. This simulation
is in the time domain and the sample in question is a 500µm single layer
isotropic sample with a real refractive index of 3.2 and absorption coecient
of 30 cm−1, with three resonances introduced to the data.
When a window is applied to the data in gure 5.18, the surface reection
is isolated. This process is shown in gure 5.19.
Figure 5.19: (a) The electric elds displayed in gure 5.18 and the Hann win-
dow which will be applied to it. (b) the electric elds produced by multiplying
the window function shown in (a) with the electric elds in gure 5.18.
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Figure 5.20: The complex refractive index extracted from the data in gure
5.19(b) by applying the bulk isotropic model. The black curve represents
the values used in the simulation as input and the red curve represents the
extracted values.
From gure 5.20, it can be seen that the data extracted by the bulk isotropic
model from the data in gure 5.19 has been heavily smoothed. This result is
very rudimentary and contains almost non of the ner details of the optical
properties of the sample, thus it can be seen that this is not an ideal solution to
extracting data from single layer samples, but this is however a strong initial
guess for the single layer extraction method. This extracted complex refractive
is used as the initial guess, with each data point representing an initial guess
for the frequency component it represents.
This complex refractive index is used as an initial guess in the single layer
extraction method, and the resultant extracted complex refractive index is
displayed in gure 5.20.
Figure 5.21: The complex refractive index extracted from the data in gure
5.18 by applying the single layer extraction method and utilizing the data in
gure 5.20 as the initial guess.
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The complex refractive index produced by applying the bulk isotropic
model to the truncated data is a very good initial guess for the single layer
extraction method and, for simulated data, has shown its ability to help the
data extraction technique converge nearly perfectly to the expected values, as
can be seen in gure 5.21.
This algorithm was applied to a myriad of simulated single layer samples
with frequency independent real refractive indexes and absorption coecients
and gave near perfect results in all cases, as can be seen in the example ex-
tracted data in gure 5.22
Figure 5.22: The complex refractive indexes extracted from four samples with
dierent frequency independent real refractive indexes and absorption coe-
cients.
The introduction of resonances into the data can however negatively impact
the ability of the algorithm to converge to the correct values, as can be seen
in gure 5.23. This is in part due to the resonances being heavily smoothed
and spread to surrounding frequencies in the windowed initial guess.
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Figure 5.23: The complex refractive indexes extracted from three samples
with dierent real refractive indexes and absorption coecients and resonances
present in their spectra.
During these tests, LULU of order 1 was applied to the data to remove the
numerical errors resulting from convergence errors and the thickness extraction
technique was applied, but no error was added to the initial guess of the
thickness.
5.3 Single layer isotropic medium followed by
bulk isotropic sample model
Our initial goal is to develop a system for analyzing samples in aqueous solu-
tion. A cuvette is required to mount these samples in the setup. The cuvette
and aqueous sample form a two-layer sample, where the rst layer, the cuvette,
is a single layer isotropic medium and the second layer, the aqueous sample,
is a bulk isotropic sample.
5.3.1 Two layer ellipsometric method
A simple approach to a two layer system consisting of a single layer isotropic
sample and a bulk isotropic sample is to isolate the rst and second pulse in
the series of reections from the sample and then solve them separately using
the bulk isotropic method.
Consider an aqueous solution inside a silicon cuvette. This can be treated
as a combination of the bulk isotropic model and the single layer isotropic
model. The Si wall is a thin transparent layer on top of a optically dens bulk
sample. The Silicon layer can be described by the model in section 5.2 and
the water solution as the model in section 5.1.
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Figure 5.24: Diagram depicting light matter interaction with a single layer
isotropic medium layered on top of a bulk isotropic sample. Both surface
reections and internal reections are measurable for the single layer medium,
but only surface reections are measurable for the bulk isotropic sample.
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Figure 5.25: Simulated electric eld E0, simulated s-polarized reection of
incident s-polarized electric eld E0s and p-polarized reection of incident p-
polarized electric eld E0p, where E0s = E0p = E0. The simulated sample is a
500µm single layer isotropic medium with a real refractive index of 3.4177 and
absorption coecient of 0.03 cm−1 deposited on a 2mm bulk isotropic sample
with a real refractive index of 2 and absorption coecient of 200 cm−1.
The measured time-domain data for a single layer medium deposited on
a bulk isotropic sample, as depicted in gure 5.25, contains a pulse reected
from the surface of the single layer isotropic medium, followed by a series of
internal reections that occur inside the single layer medium.
Assuming nothing is known about either layer, one of the simplest solutions
is to implement truncation. Due to the use of FFT functions in the data anal-
ysis process, it is preferable to use a smooth windowing function to truncate
the data, as opposed to a block function. For our purposes, the Hann window
is ideal [43].
A Hann window is applied to the data to select out the rst pulse in
the pulse train. This process can be seen in gure 5.26. This rst pulse is
the reection from the surface of the single layer isotropic medium, and only
contains information about this layer. The complex refractive index of this
layer is extracted from this truncated data via the bulk isotropic model, as
described in section 5.1.
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E(t)G1(t) = r̃01G1(t)E0(t) (5.3.1)
The window function, G1(t), is multiplied on a point-by-point bases with
the measured electric eld, E(t), in the time domain. This results in only the
initial reection remaining in the data, as seen in gure 5.26.
Figure 5.26: A Hann window is applied to the data represented in gure 5.25.
This truncates the data to the rst pulse, which represents the pulse reected
from the surface of the single layered isotropic medium.
Next, a Hann window is applied to the data, which isolates the second
pulse in the pulse train. An illustration of this process can be seen in gure
5.27. This pulse represents the initial electric eld transmitted into the single
layered isotropic medium, propagated through the medium, reected o the
interface between the single layered isotropic medium and the bulk isotropic
sample, propagated through the medium again and transmitted out of the
sample.
E(t)G2(t) = t̃01Ar̃12t̃10G2(t)E0(t) (5.3.2)
Similar to the window applied to truncate the data to the rst reection,
the second window, G2(t), is multiplied with the measured electric eld, E(t),
truncating the data to only represent the electric eld reected from the inter-
face between the single layer medium and the bulk isotropic sample, as shown
in gure 5.27.
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Figure 5.27: A second Hann window is applied to the data represented in gure
5.25. This truncates the data to the second pulse, which represents the pulse
reected from the interface between the single isotropic medium and the bulk
isotropic sample.
With the optical constants of the rst layer known, the transmission coef-
cient and attenuation coecients can be removed from the data. This leaves
the reection coecient for the interface between the single layered isotropic
medium and bulk isotropic sample. The bulk isotropic model is applied to
extract the complex refractive index of the bulk isotropic sample as illustrated
in gure 5.28.
Figure 5.28: The complex refractive index extracted of the bulk sample (n2
and its corresponding extinction coecient) from the data presented in gure
5.25 via the two layer ellipsometric method.
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Figure 5.29: The error calculated for the extracted real refractive index and
extinction coecient data shown in gure 5.28.
From gure 5.29 it can be seen that a windowing error is present in the
extracted complex refractive index, but the extracted values are still fairly
accurate. There is a comparatively large error in the real refractive index
at lower frequencies, which rapidly falls as the frequency increases. This is a
byproduct of the windowing function. Increasing the size of the window lowers
this error, but as the size of the window is increased, this will also increase the
eects of noise and other signals present on the data, which becomes relevant
when considering experimentally measured data.
This algorithm is independent of the sample thickness and LULU is not
applied to the data.
5.3.2 Self-reference method
Another method for extracting data for a two layer system such as the one
discussed in this section was proposed by Jepsen et al [21]. This method
employs reection spectroscopy, as opposed to ellipsometry. It is preferable to
work with a system with a pure s- or p-polarization, as this greatly simplies
the mathematics used to extract optical parameters from measured data.
In reection spectroscopy, to extract information from measured data, a
reference measurement is required so that the electric eld incident on the
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sample can be removed from the calculations. Switching between a reference
sample and a sample of interest can introduce miss-alignments in the system,
which can introduce errors to the extracted information.
The reference sample used in the Self-reference case is the same as the sam-
ple which will be investigated, except the second layer is nitrogen, as opposed
to a liquid sample of interest.
Figure 5.30: Diagram depicting light matter interaction with a single layer
isotropic medium. This measurement will act as the reference measurement.
Figure 5.31: Diagram depicting light matter interaction with a single layer
isotropic medium layered on top of a bulk isotropic sample.
The rst layer is used as a localized reference, to correct for any phase error
introduced by changing between the sample and the reference. This rst layer
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is considered to not change between measurements, thus any changes observed
for this layer between changing samples can be used to calculate corrections
for the entire measurement. This method employs truncation to isolate the
rst and second reections for both the sample and reference. For a pure













where r̃12(f) is the reection between the rst and second layer of the
sample, Eref 1(f) and Eair(f) are the FFTs of the truncated rst and second
reections from the reference sample, as shown in gure 5.30, and Eref 2(f)
and Esample(f) are the FFTs of truncated rst and second reections from
the sample of interest, as shown in gure 5.31. The reference material should
be well characterized, thus allowing for the calculation of r̃10(f), which is the
expected reection coecient between the reference material and air. The
complex refractive index of the unknown sample can then be extracted from
r̃12(f). For a pure p-polarized system, the following solution was calculated



















0 = (r̃12(f)− 1)2(ñ2ref (f)− sin2θ)ñ4(f)




Z1(f) = (r̃12(f)− 1)2(ñ2ref (f)− sin2θ) (5.3.8)
Z2(f) = (r̃12(f) + 1)
2ñ4ref (f) (5.3.9)
ñ2(f) = ε̃(f) =
Z2(f) +
√














The complex refractive index of the sample is represented by ñ(f), the
complex dielectric constant by ε̃(f) and the complex refractive index of the
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reference material is ñref (f). The angle of incidence is θ, the real refractive
index of the sample is n(f) and the extinction coecient of the material is κ(f).
The reection coecient for the interface between the sample and reference
material, r12(f), is calculated by equation 5.3.3.
As an example, let us consider the sample in gure 5.32.
Figure 5.32: Simulated p-polarized electric eld E0p,simulated p-polarized re-
ection of incident p-polarized electric eld E0p from cuvette without the sam-
ple present and simulated p-polarized reection of incident p-polarized electric
eld E0p from cuvette with the sample present. The simulated cuvette is
a 500µm single layer isotropic medium with a real refractive index of 3.4177
and absorption coecient of 0.03 cm−1 and the sample is a 2mm bulk isotropic
medium with a real refractive index of 2 and absorption coecient of 200 cm−1.
The windowing function we employ is the Hann window and it is used in a
similar fashion to the case in section 5.3.1, which is shown in gures 5.33 and
5.34.
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Figure 5.33: A Hann window is applied to the data represented in gure 5.32.
This truncates the data to the rst pulse, which represents the pulse reected
from the surface of the single layered isotropic medium. This is done for both
the reference and the sample.
Figure 5.34: A second Hann window is applied to the data represented in gure
5.32. This truncates the data to the second pulse, which represents the pulse
reected from the interface between the single isotropic medium and the bulk
isotropic sample. This is done for both the reference and the sample.
The windowed data in gure 5.33, for the reference, is used as Eref1 and the
data for the sample is used as Eref2. The windowed data in gure 5.34, for the
reference, is used as Eair and the data for the sample is used as Esample. The
self-reference data extraction method is applied to this data and the complex
refractive index is extracted, which can be seen in gure 5.35.
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Figure 5.35: The complex refractive index extracted from the data presented
in gure 5.32 via the self-reference method.
Figure 5.36: The error calculated for the extracted real refractive index and
extinction coecient data shown in gure 5.35.
From gure 5.36 it can be seen that a windowing error is present on the
extracted complex refractive index, but the extracted values are still fairly
accurate. Similar to the two-layer ellipsometric method used in section 5.3.1,
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there is a comparatively large error in the real refractive index at lower fre-
quencies, which rapidly falls as the frequency increases. This is a byproduct
of the windowing function. The windowing error is however smaller than the
error present in the two-layer ellipsometric method (section 5.3.1). This is not
surprising, as the method should inherently correct for this error, as it should
be similar in both the reference data and the sample data.
5.3.3 Comparison
As a simple comparison between the two layer ellipsometric method, section
5.3.1, and the self-reference method, section 5.3.2, let us consider four dierent
liquid samples. All four samples have a thickness of 2mm and are deposited
on a 500µm single layer sample with a real refractive index of 3.4177 and
absorption coecient of 0.03 cm−1. Sample one has a refractive index of 2.0
and absorption coecient of 80.0 cm−1, sample two has a refractive index of
1.95 and absorption coecient of 79.0 cm−1, sample three has a refractive index
of 1.9 and absorption coecient of 78.0 cm−1 and sample four has a refractive
index of 1.8 and absorption coecient of 76.0 cm−1. Samples one, two and
three each had resonances added at 1.3 and 1.65THz, while sample four had
a resonances added at 1.35 and 1.7THz. The simulated electric elds can be
seen in gure 5.37.
Figure 5.37: Time data produced for several dierent bulk samples deposited
on a single layer isotropic medium.
The simulated electric elds shown in gure 5.37 were used to test both
the two layer ellipsometric method and the self-reference method.
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Figure 5.38: The complex refractive indexes extracted from the data presented
in gure 5.37 via the two layer ellipsometric method.
Figure 5.39: The complex refractive indexes extracted from the data presented
in gure 5.37 via the self-reference method.
From gures 5.38 and 5.39 we nd that both the two layer ellipsometric
method and self-reference method extract similar values for the extinction
coecient with the peak shift being visibly more pronounced in the two layer
ellipsometry data, but only to a minor extent. Both methods extracted similar
values for the main refractive index and extinction coecient of each sample
and the values of the dierent samples are clearly distinguishable from each
other. The most noteworthy dierence between the two sets of extracted
complex refractive indexes is the dierence in how the resonances eected
the extracted refractive index data. In the case of the two layer ellipsometric
method, the refractive index is lifted by the resonances, while in the self-
reference case the resonances are eectively smoothed away in the refractive
index data.
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From these results we nd that both methods are useful for distinguishing
dierent liquid samples from each other. When considering the data not at
the resonances, both methods oer similar results. The ellipsometric method
displays the resonances in the complex refractive index more prominently than
the self-reference method, but as these resonances are not clearly resolved, this
might not always be a favourable result, hence the usefulness of this depends
on the application of the data.
The self reference method has the advantage of only needing one set of data
per sample, assuming the reference material stays the same between dierent
samples. In the case of the two-layer ellipsometry method two sets of data
measured in the s- and p-polarization directions are needed. This in turn
has the eect of making the self-reference method more robust with regards
to miss-alignment and error in the angle of incidence. The disadvantage of
this method when compared to the two layer ellipsometric method is that
the reference material needs to be well characterized and that resonances in





The constructed time domain THz ellipsometer and the various data extrac-
tions techniques that were developed, were tested by performing measurements
on appropriate samples, to illustrate the capabilities and determine the limi-
tations of the constructed ellipsometer. At least one sample was measured for
each data extraction technique discussed in section 5.
6.1 System transfer function measurement
In order to measure the system transfer function of the constructed system, a
silver mirror was used as the sample. For this sample, reection coecients
of −0.999 for s-polarized light and 0.997 for p-polarised light are expected, as
the complex refractive index for silver at 1THz is 531− 689i [31].
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Figure 6.1: Time-domain data measured for a silver mirror. The absorption
lines present in the spectrum are from residual water vapour.
From the mirror measurements, as seen in gure 6.1, and the simulation
method, described in section 4, corrections to the amplitude and phase are
calculated.
Figure 6.2: The absolute amplitude and phase of the Fourier transforms of the
data represented in gure 6.1.
The resonances present in the data FFT data, as seen in gure 6.2, are from
water vapour still present in the system. The path length through the system
is 1.65m, as a result it is dicult to remove all water from the environment.
Simulated reection coecients (r̃s sim(f) and r̃p sim(f)) are calculated by
using the simulation technique from chapter 4. A at complex refractive index
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of 531 − 689i was used. The ratio between r̃s sim(f) and r̃p sim(f) was taken
and the absolute amplitude (Asimulated) and unwrapped phase (∆Psimulated) of
this ratio was calculated. These values are then compared with those from the





CorP = ∆Pmeasured −∆Psimulated (6.1.2)
Figure 6.3: The corrections to the amplitude, CorA, and phase, CorP , calcu-
lated for the data plotted in gure 6.2
The correctional values for our system were calculated and can be seen in
gure 6.3. These corrections represent the system transfer function, and can
be used as a correction factor on measured data in order to eliminate the eect
of the system on the nal result.
As these correctional values are dependent on the angle of incidence and
the water vapour levels remaining in the system, new measurements on the
mirrors were performed each day before sample measurements were taken and
correction values were calculated for that day's data from these mirror mea-
surements.
These correctional values were applied to all data in the following sections
during data extraction, except for the self-reference method, as this method
only used p-polarized light.
6.2 Bulk isotropic sample: Thick oat glass
As discussed in section 5.1, bulk isotropic samples are samples from which only
a surface reection is expected and internal reections should not be present
in the measured data.
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A 2.73mm thick piece of oat glass was measured in the setup. This
sample was chosen due to fullling several criteria. We had extracted optical
properties for the sample via a commercial THz transmission setup in the range
0.5THz to 0.9THz, thus the optical properties of the material were known for
this range. The range was limited due to the strong absorption of the sample
at higher frequencies. Most importantly, the sample was of sucient optical
thickness, and as such did not allow for measurable internal reections.
Figure 6.4: Time domain measurement of s- and p-polarized electric elds
reected from a 2.73mm bulk oat glass sample.
The data represented in gure 6.4 was analyzed via the bulk isotropic data
extraction method, described in section 5.1. The results can be seen in gure
6.5.
Figure 6.5: The complex refractive index extracted from the data presented
in gure 6.4 via the bulk isotropic data extraction technique (red curve) in
comparison to THz transmission data (black curve).
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The extracted complex refractive index values for the oat glass sample
matched the values extracted via the commercial transmission system (error
between expected and extracted values is less than 2.8 %), as can be seen
when comparing the dierent data sets (red and black curves) in gure 6.5.
The trend followed by the refractive index and extinction coecient extracted
by the ellipsometric system and transmission system bore high similarity to
one another. Due to strong absorption of the oat glass, the ellipsometery
measurements were able to measure the complex refractive index over a much
wider frequency range than the transmission measurement (0.5THz to 2THz
compared to 0.5THz to 0.9THz).
6.3 Single layer isotropic
Single layered isotropic samples, as discussed in section 5.2, are dielectric sam-
ples which are non-depolarizing. These samples are of such a nature that mea-
surable internal reections occur in them. For these measurements a strongly
absorbing thin sample of borosilicate glass, a highly transparent sample of un-
doped high resistivity silicon and a highly transparent sample of lightly n-type
doped silicon were chosen.
6.3.1 Borosilicate Glass
A 0.97mm borosilicate glass sample was measured using our time domain
THz ellipsometer. The extracted nonlinear refractive index is compared to the
values obtained using a commercial THz-TDS transmissions spectrometer in
the 0.5THz to 1.4THz region. As can be seen in gure 6.6 the sample displays
a very weak internal reection, barely noticeable in the time domain data.
Figure 6.6: Time domain measurement of s- and p-polarized electric elds
reected from a 0.97mm single layer glass sample.
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The single layer data extraction method, as described in section 5.2, was
applied to the data represented in gure 6.6. An initial thickness guess of
0.97± 0.01mm, as measured by vernier caliper with 10µm accuracy, was used
for the calculation. The extracted results are presented in gure 6.7.
Figure 6.7: The complex refractive index extracted from the data presented in
gure 6.6 via the single layer isotropic data extraction technique (red curve)
in comparison to THz transmission data (black curve).
The single layer extraction method converged to a sample thickness of
0.964mm, which is clearly within the error margin of the vernier caliper, and
produced the complex refractive index displayed in gure 6.7. The complex
refractive index extracted from the ellipsometry data agrees within 10 % of the
values measured with the transmission spectrometer, in the range 0.5THz to
1.4THz. However, the ellipsometer was able to measure the complex refractive
index for the interval 0.5THz to 2.0THz, where the optical density of sam-
ple limited the range in which the transmission spectrometer could reliably
determine the complex refractive index of the borosilicate sample.
6.3.2 High resistivity silicon
High resistivity silicon has very well researched optical properties in the THz
region [2022], thus it is ideal for testing the functionality of the system.
An undoped 500µm thick silicon wafer was used as sample the in the THz
ellipsometer and the complex refractive index was measured. The measured
data can be found in gure 6.8.
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Figure 6.8: Time domain measurement of s- and p-polarized electric elds
reected from a 0.5mm single layer undoped silicon sample.
The single layer ellipsometric data extraction technique is applied to the
data presented in gure 6.8. The resultant complex refractive index which was
extracted can be found in gure 6.9.
Figure 6.9: The complex refractive index extracted from the data presented in
gure 6.8 via the single layer isotropic data extraction technique (red curve)
compared to the expected value (black line) from literature [2022].
The sample is eectively transparent, as can be seen from the extinction
coecient in gure 6.9. If we compare the real refractive index extracted by
the single layer extraction method with data from literature [2022] we nd we
have achieved a nominal average error of 0.18%. A spectral representation of
our error can be found in gure 6.10. The extremely low extinction coecient
results in slightly larger errors when compared to literature values (average
absolute dierence of 0.003), due to the diculty of the extraction algorithm
converging when the extinction coecient is essentially zero.
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Figure 6.10: The error found when comparing our extracted real refractive
index with the value found in literature [2022].
The extracted extinction coecient in gure 6.9 can be converted to the
absorption coecient by use of equation 2.2.8. The calculated absorption
coecient can be seen in gure 6.11.
Figure 6.11: The absorption coecient calculated from the data presented in
gure 6.9 via equation 2.2.8 (red curve) compared to the expected value (black
line) from literature [2022].
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The extracted values found in gure 6.9 and gure 6.11 can be compared
to the THz ellipsometry results obtained by Xuequan et al [1], which can be
seen in gure 6.12.
Figure 6.12: (c) The real refractive index and (d) absorption coecient of
high resistivity silicon extracted by Xuequan et al [1].
Figure 6.13: (a) The real refractive index and (b) absorption coecient of
high resistivity silicon extracted in transmission by Grischkowsky et al [22].
By comparing our extracted values with those extracted by Xuequan et al
[1], we nd that our values are noticeably closer to those extracted in litera-
ture via transmission, as seen in gure 6.13 [22], especially in the extracted
absorption coecient.
6.3.3 Lightly n-type doped silicon
A measurement was performed on a doped silicon sample, to compare with the
undoped silicon sample in section 6.3.2. A lightly n-type doped silicon sample
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was chosen. The sample has a resistivity of 1800-2000 Ωm and is 375µm thick.
The time domain data measured for this sample is displayed in gure 6.14.
Figure 6.14: p- and s-polarized electric elds reected from a 375µm n-type
doped silicon sample with a resistivity of 1800-2000Ωm.
The single layer extraction method was applied to the data displayed in
gure 6.14 and the complex refractive index was extracted. The extracted
data can be found in gure 6.15.
Figure 6.15: The complex refractive index extracted from the data of the
n-doped silicon presented in gure 6.14 via the single layer isotropic data ex-
traction technique (red curve) plotted with the same data for the undoped
silicon sample (black curve).
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As was expected, the extracted value for the real refractive index of the
doped silicon sample was found to be higher than that of the undoped sili-
con sample [46]. We also found the doped silicon sample was still eectively
transparent, as can be seen from the extinction coecient in gure 6.15.
Figure 6.15 also shows that even very lightly doped silicon samples can be
distinguished from undoped silicon, showing the sensitivity of the real refrac-
tive index in the THz region on doping concentration. Our THz ellipsometer
can easily measure these dierences.
As discussed in section 5.2.4, the angle of incidence needs to be measured to
an accuracy of 0.002◦, and the thickness needs to be calculated to an accuracy
of 20 nm, for the extinction coecient of highly transparent samples, such as
these, to be extracted with an accuracy > 90%. This is currently not possible
with our setup.
These limitations in extracting the extinction coecient are only an issue
when considering transparent samples, as can be seen in section 6.3.1 and is
discussed in section 5.2.4. The limitations set by these errors are also far less
strenuous for the real refractive index, as seen in these measurements, and
discussed in section 5.2.4.
6.4 Single layer isotropic medium followed by
bulk isotropic sample
Aqueous samples are of great interest in the THz region [7; 47; 48]. In or-
der to measure these samples, they need to be contained in a sample holder,
requiring the THz radiation to rst pass through a window material before
encountering the aqueous sample. We prepared a number of dierent samples
of dierent concentrations of water and ethanol. These samples were measured
and analyzed using both ellipsometric data extraction and self-referencing data
extraction techniques. The extracted complex refractive indexes could be com-
pared to those found in literature [21; 4951].
6.4.1 High resistivity silicon cuvette lled with
water-ethanol mixture
Examining liquid samples was the original motivation for the development of
this system. These samples require a container to mount them in the beam
path. High resistivity silicon was chosen as an ideal candidate for the window
material of the cuvette due to its at refractive index and low absorption in
the THz region. We developed an undoped silicon cuvette, which can be seen
in gure 6.16, to house our sample which can easily be mounted in our setup.
It consists of a 500µm thick silicon window and a 6ml polypropylene chamber.
The path length through the cuvette is 4mm, ensuring that no further internal
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reection will reach the detector due to the strong absorption of water in the
THz region.
Figure 6.16: Two photos (front and back sides) of the silicon cuvette we de-
veloped for use in our setup.
Samples of 0 %, 10 %, 30 % and 40 % ethanol in water were prepared. These
samples were alternately placed in the silicon cuvette and the time domain THz
ellipsometry data was collected for each sample using our THz ellipsometer.
These measurements can be seen in gure 6.17.
Figure 6.17: In (a) the measured time-domain electric eld for the p-
polarization can be seen and in (b) the measured time-domain electric eld
for the s-polarization can be seen. The measurements were conducted for the
empty cuvette (denoted as silicon), distilled water, and a 10%, 30% and 40%
ethanol-water solution.
In the following subsections the data displayed in gure 6.17 was analyzed
via the two layer ellipsometric method, as discussed in section 5.3.1, and the
self-reference method, as discussed in section 5.3.2.
Stellenbosch University https://scholar.sun.ac.za
CHAPTER 6. RESULTS AND DISCUSSION 85
6.4.1.1 Ellipsometry
The ellipsometric model for a two layer system, consisting of a single layer
isotropic dielectric initial layer and a bulk isotropic second layer, as discussed
in section 5.3.1, was applied to the measured data displayed in gure 6.17. Via
this method the complex refractive index was extracted for the liquid samples.
Figure 6.18: The complex refractive index extracted via the method described
in section 5.3.1 from the data presented in gure 6.17.
As seen in gure 6.18, a clear dierence can be seen in both the extinction
coecient and real refractive index extracted for each sample. As can be
seen, both components of the complex refractive index decrease as the ethanol
concentration increases. This is in agreement with the results produced by
Jepsen et al. [21].
6.4.1.2 Self-reference
The self-reference method allows for data extraction from data measured from
a two layered system. This method was discussed in section 5.3.2. This method
was applied to the data presented in gure 6.17 to extract the complex refrac-
tive indexes for the dierent samples represented. Only the p-polarized electric
elds were used during this section.
By applying the data extraction method discussed in section 5.3.2, the real
refractive indexes and extinction coecients of the samples represented by the
data in gure 6.18 (a) were extracted. The empty cuvette, represented in gure
6.18 (a) by "Silicon", is used as the reference when calculating the complex
refractive indexes.
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Figure 6.19: The real refractive index extracted via the ellipsometric method
and the real refractive index extracted via the self-reference method.
Similar to the results in section 6.4.1.1, it was found that both compo-
nents of the complex refractive index decrease as the concentration of ethanol
increases.
6.4.1.3 Discussion
Both the ellipsometric method, section 6.4.1.1, and self-reference method, sec-
tion 6.4.1.2, exhibited similar behavior. As the concentration of ethanol in the
solution was increased, the extracted complex refractive index of the solution
decreased. This was also in agreement with previous work done by Jepsen et
al [21].
The value extracted for the real refractive index by the ellipsometric method
is rather lower than the value extracted by the self-reference method.
Figure 6.20: The complex refractive index extracted via the method described
in section 5.3.2 from the data presented in gure 6.18 (a).
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The average dierence between the real refractive indexes extracted by
the ellipsometric method and self-reference method was 6-15 %, increasing as
the concentration of ethanol increased. These dierences can arise from small
path length dierences that get introduced when rotating between S and P
polarization measurements. These small path length dierences will play no
role in the self referencing method as the only the p-polarization measurement
is used.
If we convert the complex refractive index extracted for water to the com-
plex dielectric constant (ε̃ = (n− iκ)2), we can compare it to data previously
extracted by Kindt et al [49].
Figure 6.21: The percentage dierence in the complex dielectric constant
extracted extracted via the ellipsometric method compared to data extracted
by Kindt et al [49] for water.
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Figure 6.22: The percentage dierence in the complex dielectric constant
extracted extracted via the self-reference method compared to data extracted
by Kindt et al [49] for water.
The average dierence between the results produced by the self-reference
and the data extracted by Kindt et al is 7.8 % for the real dielectric con-
stant and 16.7 % for the imaginary dielectric constant. The average dierence
between the results produced by the ellipsometric method and the data ex-
tracted by Kindt et al is 10.5 % for the real dielectric constant and 10.7 % for
the imaginary dielectric constant.
Figure 6.23: The complex dielectric constant of water extracted via ellipsome-
try and the self-reference method and compared to values previously extracted
by Jepsen et al [21], Kindt et al [49], Ronne et al [50] and Barthel et al [51].
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The real dielectric constant extracted via the ellipsometric method is very
similar to the previously extracted values until 0.9THz and then rapidly di-
verges from values published in literature, as seen in gure 6.23. The imaginary
dielectric constant extracted via the ellipsometric method shows a dierent
trend to those of published values, however the mean value agrees fairly well.
The real dielectric constant extracted via the self-reference method is very
similar to the values extracted by Barthel et al [51]. The imaginary dielectric
constant extracted via the self-reference method is somewhat lower than the
previously extracted values at low frequencies and has a lower gradient than
the previously extracted values.
A potential cause for the dierence between the values extracted by the self-
reference method and ellipsometric method is that the travel path of the light
changes as the system is rotated from p- to s-orientation. This could intro-
duce a change in the angle of incidence of the light reected at s-polarization,
which in turn would aect the resultant data. Alternatively, the presence of
absorption resonances can be the reason for these dierences. As discussed in
section 5.3.3, these two methods produce dierent results when resonances are
present. These resonance based eects could potentially be from water vapour
still present in the chamber and not from the sample. Any water vapour res-
onances still present in the data would be removed in the self-reference case,
as an inherent eect of how its correctional values are calculated. In the el-
lipsometric extraction method the remaining water vapour resonances would
not be removed, but instead propagated through the complex refractive index
calculated for the rst layer of the cuvette.
The literature values extracted for liquid water show a lot of variance. The
complex dielectric constant extracted by the self-reference method has a similar
trend to data produced by Barthel et al [51], where as the complex dielectric
constant extracted by the ellipsometric method shows a rather dierent trend
to those in literature, thus warranting further investigation.
As it currently stands, the self-reference method appears to be a more
reliable method to use with our setup, when compared to the two-layer ellip-
sometric method, as it is resilient to water vapour resonances still present in




We designed and constructed a novel time domain THz ellipsometer. We
developed our own THz polarization optics, which in itselves is novel within
the THz eld. Two novel THz ellipsometric data extraction techniques, the
single-layer isotropic technique and the two layer ellipsometric technique, were
developed. A THz simulation method was pioneered, which was then used
to test the aforementioned data extraction techniques, as well as two other
data extraction techniques: the bulk isotropic technique and the self-reference
method, which were complimentary to our system.
The ellipsometric system was used to obtain time-domain measurements
of several dierent samples, with the complex refractive index extracted from
these measurements using the appropriate data extraction technique. From
these measurements we found that the system and data extraction techniques
worked for a bulk isotropic sample and isotropic samples that are not highly
transparent. For transparent samples it was found that the extraction tech-
nique performed well for extracting the real refractive index, but is limited
in how well it can extract the very small extinction coecient. This is in
part due to the accuracy to which we can measure the angle of incidence.
For ethanol-water mixtures of dierent concentration, both the two-layer el-
lipsometric method and self-reference method showed that higher ethanol con-
centrations lead to reduced real refractive indexes and extinction coecients
extracted for the sample. For liquid water the self-reference method produced
results similar to those found in literature, but with a slightly lower imaginary
dielectric constant and a slightly higher real dielectric constant than expected.
The two layer ellipsometric method produced a real dielectric constant close
to the expected value for water in the range of 0.5THz to 0.9THz. Beyond
0.9THz the real dielectric constant rapidly diverged from the values found in
literature. The extracted imaginary dielectric constant, in the range of 0.5THz
to 1.2THz, followed a dierent trend from those found in literature, however
the mean value agreed fairly well.
These results show the power of the data extraction techniques with the
setup. Together they exhibit the ability to extract optical information for a
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multitude of optically isotropic samples. The system can be improved with
the future development of THz polarization optics, such as half-wave plates,
which would allow for the setup to be more compact. Such a compact setup
would be easy to manufacture as a turn-key system. Further expansion and
optimization of the data extraction techniques can make this a sought after
tool in many industries, such as semi-conductive material production and drug
research.
7.1 Future Work
Water vapour is a major issue for terahertz spectroscopy in general. We found
that water vapour absorption resonances are still present in our measured
data after the chamber was purged with nitrogen. A possible solution to
this situation would be to design a smaller, airtight chamber, and perform
measurements in vacuum.
The production of a second cuvette, with a dierent chamber material, might
be of use, as this can help determine the cause of the error present in the two-
layer measurements. By manufacturing the cuvette from a material with a
similar refractive index to that of the window, any reections from the interface
between the window and cuvette will be greatly minimized. If the cuvette
body and window were made from the same material, these reections can be
completely eliminated. A candidate for this would be polyethylene, as it has
near frequency independent characteristics in the THz region, and it is possible
to etch or cast a unibody cuvette from polyethylene, if the proper facilities are
available.
Improving the positioning accuracy of the sample can improve the overall
functionality of the system. A mount which can consistently mount the sample
at a given angle with an accuracy of 0.002◦ would contribute considerably to
to measurement and analysis of transparent materials, as the measured data
has shown.
Redesigning the ellipsometric setup with the goal of changing the angle of
incidence on the sample to 45◦ might be of use. At 45◦ incidence, a lower
accuracy in general is expected from the data extraction techniques, as the
ratio between the reection coecients will be closer to one. But the reec-
tion coecient also vary slower with the angle of incidence, as this is further
from the Brewster angle for most samples. This, in turn, results in the sys-
tem being less aected by misalignment. The construction and evaluation of
our time domain THz eliipsometer therefore highlighted a number of design
improvements which can be implemented to increase both the ease of use as
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Knife-edge measurements are a rudimentary method for determining the size
of a beam. As THz cameras don't exist, this method was employed to help
characterize our beam. A knife-edge was translated in the path of the beam,
along the x-axis, to determine the beam spot size. The electric eld was
measured at dierent points of the knife translation. This electric eld was
transformed to the frequency domain by FFT and the intensity of the light
was calculated by I(f) ≈ E(f)E∗(f).
The beam waist, w ( 1
e2
radius), is computed by tting equation A.0.1 to











Two dierent approaches were taken to calculate the beam waist from the
calculated intensity.
In the rst approach, only the central frequency was considered in each
measured data set. The central frequency intensity was plotted as a function
of knife-edge translation and equation A.0.1 was t to it. This data and the
resultant t can be seen in gure A.1.
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Figure A.1: Knife-edge measurement and tting of equation A.0.1 on said data
when only the central frequency is considered.
In the second approach, the data for the spectral region between 0.5 and
2.0THz was integrated over. The integrated intensity was plotted as a function
of knife-edge translation and equation A.0.1 was t to it. This data and the
resultant t can be seen in gure A.2.
Figure A.2: Knife-edge measurement and tting of equation A.0.1 on said data
when the integrated spectrum is considered.
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Method one yielded a beam waist ( 1
e2
radius) of 5.84 (±0.01)mm and
method two yielded a beam waist of 5.33 (±0.01)mm. The reason for this
is that the distribution of the frequency components are frequency dependent.
As the knife-edge translates across the beam spot, at rst the lower frequency
components fall o faster than the higher frequency components, but as the
knife-edge gets closer to the center of the beam, the higher frequency compo-
nents start to rapidly fall o, as can be seen in gure A.3.
Figure A.3: Normalized spectral intensity measured at dierent points along
the knife-edge translation into the THz beam path.
This would suggest that the lower frequency components of our pulse are





B.1 Rotational mount alignment
The rotational mount, as described in section 3.3, is an integral component
of our THz ellipsometry system. This system will house the stage on which
our sample and several mirrors will be mounted. It is paramount that this
mount is aligned as optimally as possible, as any miss-alignment it incurs will
introduce signicant errors to measured data.
Several steps were taken to align the rotational mount. A secondary optical
route from the femtosecond laser to the receiving antenna was constructed.
This allows the system to operate in transmission when needed.
When the antennae are removed from their mounts, the femtosecond laser
travels from the one mount to the other via the current THz optical path.
The femtosecond laser was used to nd an optimal placement and height for
the antenna mounts, such that the light travels through the center of the
mount. The mount was then removed, the antennas inserted and aligned in a
transmission conguration.
By using a fast oscillating stage on the path to the transmitting antenna,
the pulse can be measured on an oscilloscope and changes made by alterations
to the alignment of the mount can be viewed in real time. The stage is then
placed back in the THz optical path and manipulated until optimal throughput
is achieved.
Once the Rotational mount is placed in the system, the same process is
used to nd the optimal mounting position for the two Brewster stacks.
B.2 Ellipsometric stage and THz antenna
alignment
The THz ellipsometric system is sensitive to miss-alignment. An iterative
process for aligning the setup was developed.
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A HeNe laser is employed for aligning the lenses, mirrors and sample on
the plate mounted on the rotational mount. The use of the HeNe laser requires
that the Brewster stacks be removed, as the laser light cannot pass through
the silicon.
Figure B.1: A diagram of the optical path traveled by the HeNe alignment
laser.
A ip-down mirror is used to couple the HeNe laser light onto the THz
optical path. This eases the change-over between the use of the alignment laser
and the THz pulse in the optical path. Several apertures are used to ensure
the HeNe laser is coupled straight in and through the rotational mount, as can
be seen in gure B.1. The lenses used in our THz system are made from the
polymer TPX. This material allows for both visible and THz radiation to pass
through it, thus the HeNe laser is used to align these lenses.
A set of measurements, with the rotational mount set to 0◦, 90◦, 180◦ and
270◦ respectively, with a silver mirror as the sample is taken via the THz
system. These measurements are used to determine whether the THz pulse is
traveling straight through the ellipsometric system. If not, the alignment of
the antennae must be corrected such that the pulse travels straight through
the ellipsometric system. An example of measured results before and after this
alignment adjustment can be seen in gure B.2.
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Figure B.2: (a) is a THz time-domain measurement which is poorly centered.
(b) is a repeat of the measurement performed for (a), after the alignment of the
photo-conductive antennae was improved regarding radiation going straight
through the rotational mount.
Next, using a known sample, measurements for p- and s-polarized light
reected from the sample are performed. These measured time-domain elec-
tric elds are then compared with electric eld produced via simulation, as
described in section 4. This comparison allows for the determination of the
angle of incidence, as well as whether the sample has been mounted skew.
The angle of incidence is determined by comparing the ratio between the
rst pulse measured for the s- and p- electric elds, with that of the simulated
electric elds. This angle of incidence is applied to the simulation and com-
pared to the measured elds. If the sample has been mounted skew, this will
be evidenced by poor overlap between simulated and measured arrival times
for pulses beyond the initial pulse. In gure B.3 it can be seen how the sec-
ondary pulses drift from the expected arrival time when the sample has been
inserted skew.
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Figure B.3: (a) is a THz time-domain measurement taken of silicon with the
sample inserted skew and the simulated expected electric elds. (b) is a re-
peat of the measurement performed for (a), after the sample was straightened
and the system was realigned. The expected simulated electric eld is also
presented.
The sample used to align the setup was high resistivity, undoped single
crystal silicon, which has been measured to have a at real refractive index of
3.4177 and absorption coecient of 0.03 cm−1 in the THz region [2022].
If the sample mount is skew, or the angle of incidence needs to be altered,
said alteration is applied and the process of aligning the ellipsometric stage
components must be repeated.
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Appendix C
Calculation of the geometric
correction
Figure C.1: A ray tracing diagram for calculating the travel time dierence
between two successive reections traveling through the setup.
This system can be divided up into two components, a system encompassing
r1 and r2 and a system focusing on r3 and r4.
∆x1 is calculated by using Snell's laws.
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∆x1 = 2d tan(θ1) (C.0.2)
Via construction, a set of similar triangles with r1 and r2 as parallel sides
is drawn.
Figure C.2: First part of the construction used to solve the geometric error
introduced to subsequent beams.
r1 and r2 can be solved by making use of the construction shown in gure
C.2. ∆K can also be extracted from this sketch.
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φ = 90◦ − θ (C.0.3)
























2 − 2K2AC cosα (C.0.10)
∆K = K1−K2 (C.0.11)
r3 and r4, and subsequently ∆x2, can be solved by via a second construction
of two similar triangles, with r3 and r4 as similar sides.
Figure C.3: Second part of the construction used to solve the geometric error
introduced to subsequent beams.
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∆y2 = dK sin β (C.0.12)





















(A− xp)(1 + xpA−xp )
(C.0.19)
∆x2 = ∆f cos(75
◦) (C.0.20)




a = A− xp (C.0.22)
b = B −∆f (C.0.23)
r4 =
√
a2 + b2 − 2a b cos(75◦) (C.0.24)
∆r1 = r1 − r2 (C.0.25)
∆r2 = r3 − r4 (C.0.26)
∆l = ∆r1 + ∆r2 −∆x2 (C.0.27)
∆l represents the total change in the path length of the second ray through
the optical setup and is used to calculate how much earlier the the internal
reections will be measured than they would be expected to if only the travel
distance through the sample were to be considered.
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